[Possible advantages of Excimer lasers in dermatology: an in vitro comparison of ArF and XeCl Excimer, Ar+ and Nd: YAG lasers].
ArF and XeCl excimer lasers were compared with argon ion and Nd: YAG lasers regarding their respective cutting characteristics in human skin. Our light and SEM microscopic findings revealed that all lasers except the ArF excimer laser caused thermal damage to the skin.